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Background:  Lumbar  stenosis  and  facet  osteoarthritis  represent  indications  for  decompression  and  instru-
mentation.  It is unclear  if  degenerative  spondylolisthesis  grade  I with  a remaining  disc  height  could  be  an
indication for  non-fusion  instrumentation.  The  purpose  of  this  study  was  to determine  the  inﬂuence  of a
mobile  pedicle  screw  based  device  on lumbar  segmental  shear  loading,  thus  simulating  the  condition  of
spondylolisthesis.
Materials and methods:  Six human  cadaver  specimens  were  tested  in  3 conﬁgurations:  intact  L4–L5  seg-
ment,  then  facetectomy  plus  undercutting  laminectomy,  then  instrumentation  with  lesion.  A static  axial
compression  of 400  N was  applied  to the lumbar  segment  and  anterior  displacements  of L4  on  L5  were
measured  for posterior-anterior  shear  forces  from  0 to 200  N.  The  slope  of  the  loading  curve  was  assessed
to determine  shear  stiffness.
Results:  Homogenous  load-displacement  curves  were  obtained  for all  specimens.  The  average  intact  ante-
rior displacement  was  1.2  mm.  After  lesion,  the displacement  increased  by 0.6  mm  compared  to  intact
(P =  0.032).  The  instrumentation  decreased  the  displacement  by 0.5 mm  compared  to lesion  (P =  0.046).
The  stiffness’s  were:  162  N/mm  for intact,  106  N/mm  for lesion,  148  N/mm  for  instrumentation.  The
difference  was  not  signiﬁcant  between  instrumented  and  intact  segments  (P  = 0.591).
Conclusions:  Facetectomy  plus  undercutting  laminectomy  decreases  segmental  shear  stiffness  and
increases  anterior  translational  L4–L5  displacement.  Shear  stiffness  of  the instrumented  segment  is  higher
with  the  device  and  anterior  displacements  under  shear  loading  are  similar  to the  intact  spine.  This  con-
dition  could  theoretically  be interesting  for the  simulation  of non-fusion  instrumentation  in degenerative
spondylolisthesis.
©  2014  Elsevier  Masson  SAS.  All  rights  reserved.. Introduction
Lumbar non-fusion instrumentation systems are aimed to
educe the risk of adjacent segment degeneration secondary to
usion [1]. Total disc replacement can be efﬁciently indicated
n low-back pain caused by discopathy. Nevertheless, the load-
haring complex between the disc and facet joints may  lead to
ecidivating pain if additional moderate facet degeneration is not
iagnosed preoperatively [2]. This has spawned an interest in
∗ Corresponding author at: Laboratoire de Biomécanique, Arts et Métiers Paris-
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877-0568/© 2014 Elsevier Masson SAS. All rights reserved.the development of posterior facet preserving non-fusion sys-
tems, which may  decrease segmental motion without suppressing
it [3–5]. Facet resurfacing and replacement devices have been
designed to address severe facet osteoarthritis and subsequent
stenosis [6].
Instrumentation is required after facetectomy or arthrectomy
because of segmental increase of motion in axial rotation and under
shear loading [7,8]. In vitro studies and ﬁnite element models indi-
cate that posterior non-fusion devices could stabilize a lumbar
segment and maintain mobility after partial or total facet resection
and laminectomy [9–12]. First clinical trials showed that decom-
pression and non-fusion instrumentation might improve back- and
leg-pain, and the quality of life in degenerative spondylolisthe-
sis [13–15]. However, these devices are restricted to segments
with a sufﬁcient disc height, and it is not clear to what extent
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Fig. 1. Non-fusion instrumentation with polyaxial connector linking the rods to
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A compressive preload of 400 N was  applied to the motion seg-
F
oaudal screws, thus allowing a three-dimensional movement and stabilization after
edial facet resection.
ecompression should be performed, since shear forces are trans-
itted through the implant, which may  lead to device-related
omplications [16].
The NeoFacetTM (Clariance, Dainville, France) represents an
mplant, which is designed for posterior element supplementation
f a facet resection is required in addition to undercutting laminec-
omy. It might be indicated for low-back pain, mainly due to facet
steoarthritis, and sciatica due to lateral recess and/or foraminal
tenosis. This system utilizes four pedicle screws with two angu-
ated rods ﬁxed cranially. This implant is made of implantable grade
etal components, which address the anatomical requirements of
he segments L3–L4 and L4–L5. Traditional pedicle screw ﬁxation
s used. Two rods (30◦ or 45◦) are inserted and ﬁxed at the cra-
ial vertebra using polyaxial pedicle screws. These rods are linked
o caudal pedicle screws using a polyaxial connector on each side,
hich allows movements in ﬂexion-extension, lateral bending and
xial rotation. A cross-link connects both rods to each other, thus
voiding excessive axial rotation (Fig. 1). Pedicle screws are man-
factured of titanium alloy. A titanium plasma spray coating is
ig. 2. Experimental setup for in vitro shear testing of the L4–L5 segment, with a mobil
btained by anterior traction via a cable and pulley system attached to the rail.: Surgery & Research 100 (2014) 461–467
applied to the bone interface surfaces of the screws. The other com-
ponents of the implant are manufactured from a wear-resistant
cobalt-chromium-molybdenum alloy.
A previous in vitro study demonstrated that this device could
preserve ﬂexibility between lumbar vertebrae while restraining
motion in axial rotation after facetectomy [17]. It is also important
to investigate the shear behavior of this implant, which may  be
indicated in degenerative spondylolisthesis grade I with a remain-
ing disc height. The purpose of this study was to determine the
inﬂuence of non-fusion instrumentation on a lumbar segment
under shear loading, thus simulating the conditions of degener-
ative spondylolisthesis treated by facetectomy plus undercutting
laminectomy.
2. Materials and methods
Six fresh-frozen human cadaveric L4–L5 spine segments were
tested. The average age of the donors was 73.8 years and ranged
from 63 to 84 years. There were 5 males and 1 female. The speci-
mens were freshly dissected, sealed in double plastic bags, frozen,
and stored at −20 ◦C until testing. The specimens were thawed to
6 ◦C 12 to 14 hours before starting the preparation process. Soft tis-
sues were removed, leaving all ligaments, joint capsules, discs and
bony structures intact. Spinal deformities, damage or severe degen-
eration of the discs and facet joints were excluded macroscopically
and radiographically. Median disc heights were ≥ 7 mm on lateral
radiographs. The experiment was performed at room temperature,
while using a saline solution (NaCl 0.9%) to moisture the disc.
The cranial half of the L4 vertebral body and the caudal half of
the L5 vertebral body were embedded in 2 metal containers using
polymethylmetacrylate cement (Technovit 3040; Haerus, Hanau,
Germany). The median plane of the L4–L5 disc was  aligned with
an anterior inclination of 10◦ with regard to the horizontal plane,
thus reproducing its sagittal alignment in vivo. Biplane radiographs
were used to check the orientation of the specimen. Shear load-
ing tests were conducted in a speciﬁc spine-testing device that was
designed for this purpose. The caudal container, ﬁxed on L5, was
rigidly screwed to a table, while the cranial container, ﬁxed on L4,
was mounted to a rail, allowing translation in the sagittal plane.ment [10,11,18,19]. Loads were applied to L4 using dead weights
placed at the end of loading bars, cables and pulleys, thus induc-
ing an anterior translation of L4 on L5 (Figs. 2 and 3). This system
e rail ﬁxed to L4, a linear transducer for measurements of translation of L4 on L5
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Fig. 3. Instrumented L4–L5 specimen in the spine-testing device.
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pared to the intact spine (P = 0.468). The instrumentation decreasedig. 4. Lesion applied to L4–L5 by medial facetectomy plus undercutting laminec-
omy.
llowed applying quasi-static forces in steps of 10 N, with an inter-
al of 15 seconds between each step, until a maximum of 200 N
as reached. The maximal anterior displacement and back to neu-
ral position were completed during the same loading-unloading
ycle. Three preconditioning cycles were applied to the specimen
sing the same loading protocol, before the measurement cycle
as started. Displacements were measured at the level of the rail
sing a linear transducer (Vishay Sfernice 50L 4D 202 W00235D
k;  Vishay Electronic GmbH, Selb, Germany). The measurement
ccuracy of this system was estimated at 0.1 mm for linear dis-
lacements. Load-displacement curves were obtained for loading
nd unloading cycles. The stiffness was calculated considering the
lope of the linear part of the loading curve.
The specimens were tested in 3 conﬁgurations: intact speci-
en, specimen with lesion, instrumented specimen with lesion.
he lesion consisted of an L4–L5 medial facetectomy by removing
he inferior L4 articular processes. An interlaminar fenestration and
ellow ligament resection at the recessus were performed using a
erisson rongeur, thus simulating an undercutting laminectomy
Fig. 4). The implant was positioned symmetrically between right
nd left sides. Pedicle screws, with a 6.5 mm diameter and a 45 mm
ength, were placed parallel to the superior endplate and along a
onvergent trajectory in the horizontal vertebral plane. The rod
ystem and the polyaxial connectors were mounted to L4 and L5
crews, respectively. Both rods were connected by a rigid cross-
ink. The position of the implant was documented using biplane
adiographs (Fig. 5).Fig. 5. Antero-posterior and lateral radiographs of instrumented L4–L5 segment
with lesion and vertebral bodies embedded in Poly Methyl MethAcrylate (PMMA).
Statistical evaluation was  performed with R Software Ver-
sion 2011 (R Foundation for Statistical Computing, Vienna,
Austria). After checking homogeneity of variances using a non-
parametric Fligner-Killeen test, the Wilcoxon rank test was  used for
paired samples to compare maximal displacements and stiffness’s
between different conﬁgurations. Unilateral tests for superiority
were used. The signiﬁcance level was set at 0.05 for all tests.
3. Results
3.1. Displacement
Load-displacement curves were obtained for anterior trans-
lation and back to neutral position. A hysteresis phenomenon
was observed for each conﬁguration since the unloading curve
was not superimposed on the loading curve. Loading curves were
comparable for the six intact specimens (Fig. 6). The variances
were homogenous for maximal displacements (P = 0.194). Table 1
demonstrates average, median and extreme values obtained for
each conﬁguration. Fig. 7 represents average load-displacement
curves and Fig. 8 shows individual values obtained for each spec-
imen. The lesion led to an average increase of 0.6 mm compared
to the intact L4–L5 segment (P = 0.032). The instrumented segment
with lesion increased the average displacement by 0.1 mm com-the average displacement by 0.5 mm compared to the lesion alone
(P = 0.046).
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Fig. 6. Load-displacement curves during loading from 0 N to 200 N for each specimen.
Table 1
Maximal anterior displacement (mm)  at 200 N.
Conﬁguration Average Median Minimum Maximum Difference with intact P-valuea
Intact 1.2 1.2 0.8 1.7 – –
Lesion  1.8 1.7 1.1 2.5 +0.6 [+49%] 0.032
Instrumented 1.3 1.2 0.8 2.4 +0.1 [+6%] 0.468
3
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(a Wilcoxon test signiﬁcant if P < 0.05.
.2. Stiffness
The variances were homogenous for stiffness’s (P = 0.717). Val-
es for each conﬁguration are demonstrated in Table 2. The lesion
ecreased the stiffness by 56 N/mm on average compared to
he intact L4–L5 segment (P = 0.032). The difference between the
nstrumented and the intact segment was 14 N/mm (P = 0.591).
he average stiffness of the instrumented segment increased
y 42 N/mm compared to the lesion without instrumentation
P = 0.046).
Fig. 7. Average load-displacement curves for 6 4. Discussion
The indication for posterior non-fusion devices has been empha-
sized in lateral recess and/or foraminal stenosis associated with
osteoarthritis of the facet joints. The surgical treatment of this
lumbar degenerative pathology usually requires a decompression
of the canal, and an additional partial or complete resection of
the facet joints if these are mainly responsible for back pain. This
implies a stabilization using a posterior instrumentation and fusion
to avoid segmental hypermobility of the treated segment. The
specimens showing the 3 conﬁgurations.
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SFig. 8. Maximal displacements (Dmax) at 200 N for each
ationale behind pedicle screw based mobile systems would be
he stabilization of the lumbar segment while preserving a cer-
ain amount of segmental mobility, and thus preventing adjacent
egment degeneration [18]. Nevertheless, the protective effect of
hese non-fusion devices on adjacent levels has not been clearly
emonstrated to date. The inﬂuence of these devices on segmental
inematics of the lumbar spine mainly depends on the implant’s
esign: ﬂexion-extension and lateral bending are usually slightly
ecreased, whereas axial rotation is only limited by systems with
 cross-link component [9–12,20]. However, this property seems
ssential for the stabilization of the lumbar segment when perform-
ng a facetectomy [7]. On the other hand, shear loading increases
obility of the lumbar segment after facet resection [8,19], and
osterior-anterior displacements may  have an inﬂuence on the
mplant’s function. This would be clinically relevant if degener-
tive spondylolisthesis grade I with an associated stenosis was
onsidered as an indication for posterior non-fusion instrumenta-
ion.
Hasegawa et al. [20] investigated lumbar segmental hypermo-
ility in vivo by using intra-operative biomechanical data compared
o preoperative radiological parameters. Opening of degenerated
acet joints on axial computed tomography images and degenera-
ive spondylolisthesis were found to be the strongest predictors
or an unstable segment. Furthermore, the Pﬁrrmann grade of
egenerated discs on magnetic resonance imaging was investi-
ated. Segments with grades 3 and 4, which correspond to mild
nd moderate disc degeneration, were more prone to being hyper-
obile than those with a grade 5. The concept of posterior mobile
nstrumentation could be interesting for patients with stenosis
nd moderate discopathy, presenting these risk factors for seg-
ental hypermobility. We  therefore focused on an in vitro model
able 2
tiffness during posterior-anterior loading (N/mm).
Conﬁguration Average Median Minimum 
Intact 162 164 112 
Lesion  106 113 81 
Instrumented 148 165 81 
a Wilcoxon test signiﬁcant if P < 0.05.imen and their average for the different conﬁgurations.
analyzing anterior shear stress, which might reproduce the clini-
cal indication of degenerative spondylolisthesis with moderate disc
degeneration, treated by posterior decompression and non-fusion
instrumentation.
Both in vitro and ﬁnite element studies have shown that the
shear stiffness of a lumbar segment is reduced after posterior
decompression techniques [8,19,21,22]. van Solinge et al. [21] used
a porcine model of the lumbar spine to demonstrate that laminec-
tomy and partial facetectomy resulted in a decrease of shear
stiffness of 9% at a preload of 1600 N. Bisshop et al. [22] used a simi-
lar testing protocol for human cadaveric L2–L3 and L4–L5 segments,
and showed that shear stiffness was  decreased after laminectomy
compared to the intact spine in mild disc degeneration based on the
Pﬁrrmann grade. In contrast to that, severe degeneration appeared
to enhance shear stiffness rather than reducing it. Moreover, the
amount of preload needs to be considered since axial compres-
sion inﬂuences the stiffness, the hysteresis area and the linearity of
the load-displacement relationship of the lumbar motion segments
[23]. Lu et al. [19] analyzed the inﬂuence of posterior versus ante-
rior element resection on shear stiffness of human lumbar motion
segments. The complete removal of facet joints and posterior lig-
aments led to an average decrease of stiffness in anterior shear
of 77.7% compared to an intact spine. After complete section of
the disc including anterior and posterior longitudinal ligaments,
anterior shear stiffness decreased by 22.8% on average. Further-
more, the resection of posterior elements approximately doubled
anterior displacements (+117%) when the specimens were loaded
to 250 N. These results stress the importance of the facet joints,
the supraspinous, interspinous and yellow ligaments for shear sta-
bility. Nevertheless, anterior and posterior elements do not act
independently of one another in resisting anterior shear, but the
Maximum Difference with intact P-valuea
242 – –
172 −56 [−34%] 0.032
240 −14 [−8%] 0.591
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ntervertebral segment is rather a composite structure with its
ifferent components functioning in cooperation, which are fur-
her guided by surrounding muscles in vivo. The ﬁndings in our
tudy are in line with the previously mentioned results, showing
educed shear strength and stiffness of the spine after realizing a
edial facetectomy in combination with an undercutting laminec-
omy. The conﬁguration of a moderate discopathy leading to lower
hear stiffness in vitro has consequences for the instrumentation
f a hypermobile segment in vivo. This would reﬂect the clinical
ndication of a degenerative spondylolisthesis with a disc degen-
ration grade Pﬁrrmann 3 or 4, facet osteoarthritis, lateral recess
nd/or foraminal stenosis, which would be carried out for posterior
on-fusion instrumentation.
The inﬂuence of non-fusion instrumentations on shear stress
s not well understood to date and it has never been analyzed for
osterior mobile devices to our knowledge, although load trans-
ission in posterior-anterior direction and axial rotation appears
rucial for their function. Schilling et al. [24] have analyzed the
ffect of design parameters of posterior dynamic stabilization sys-
ems and demonstrated a correlation between axial stiffness and
nter-segmental motion restriction in the sagittal plane, but not in
he transversal plane. This may  be due to the fact that dynamic
tabilization systems are not provided with a cross-link in con-
rast to the mobile system in our study. Furthermore, these authors
howed that the speciﬁc design dictated the implants shear prop-
rties. Implants using a spacer locked into place by a cord between
he screws had a lower shear resistance than those using a spring
echanism restricting translational movements. The implant in
he present study restricted anterior shear displacements of the
umbar segment treated by medial facetectomy and undercutting
aminectomy. This indicated that the polyaxial connector might
llow movements in ﬂexion-extension, lateral bending and axial
otation, but that it also limits the effect of anterior shear stress.
urthermore, the properties of the rod itself are important for the
oad transfer characteristics between the implant and the lumbar
pine. Melnyk et al. [25] investigated the inﬂuence of rod mate-
ial and geometry on shear stiffness up to 250 N (under 300 N axial
ompression) in human lumbar segments that had been treated
n vitro by partial facet resection, undercutting laminectomy and
ucleotomy. The implants supported greater shear forces as the
pecimen was destabilized. Lower shear loads were transferred to
he spine with 5.5 mm titanium rods (stiffest conﬁguration) com-
ared to 6.35 × 7.2 mm oblong PEEK rods (intermediate stiffness)
nd 5.5 mm round PEEK rods (low stiffness). The measured anterior
isplacements were inferior to 2 mm and comparable to the results
f the instrument spine in our study at similar loading conditions.
he rods of the present non-fusion device have a 5 mm diameter
nd are made of a cobalt-chromium-molybdenum alloy, which has
 higher stiffness than titanium.
Although the technical characteristics of the implant are impor-
ant for shear resistance, the surgical procedure itself also needs to
e adapted, thus providing a complete neurological decompression
ut the lowest possible destabilization of the lumbar segment. The
ndercutting or complete laminectomy itself does not create and
nstable situation if there is no olisthesis of the treated segment.
nly the combination with a facet resection, required for far lateral
nd foraminal decompression, may  necessitate stabilization by an
mplant.
. ConclusionThe combination of partial facet resection plus undercutting
aminectomy decreases segmental shear stiffness and increases the
nterior translational displacement of L4 on L5 under shear load-
ng. The shear stiffness of the instrumented lumbar segment tends
[: Surgery & Research 100 (2014) 461–467
to increase with the posterior non-fusion device and anterior dis-
placement tends to decrease under shear loading. This condition
could theoretically be interesting for the simulation of posterior
non-fusion instrumentation in degenerative spondylolisthesis.
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